The fight against medicine counterfeiting is a current focus of the pharmaceutical world. Reliable analytical tools are needed to pursue the counterfeiters. Handheld devices present the advantage of providing quick results, with analyses possibly performed on the field. A large number of solid-dosage form medicines have been analyzed with a handheld Raman spectrometer. 33 out of 39 product families could be successfully analysed. The methods were validated with 100% of correct identification. Each product was additionally tested by the methods of the other products and successfully rejected. A second validation was performed using counterfeits, placebos, and generics. All the counterfeits were rejected, with p values close to zero. Some generics presented a similar formulation to the brand products and were then identified as such. One placebo was positively identified, showing that low dosage products are difficult to analyze with Raman. Robustness tests were carried out, showing, for instance, that the operator has no influence on the results and that the analyses might be performed through transparent packaging. The discovery mode was also investigated, which proposes the chemical composition of the samples. The results demonstrated that the Raman handheld device is a reliable tool for the field analysis of counterfeits.
Introduction
The pharmaceutical world is increasingly concerned with the counterfeiting of medicines. All types of medicines are targeted, as well as all regions of the globe. The quality of the counterfeits reaching the patients is very variable. In all cases, these products are dangerous for the patients, since they are not respecting the required hygiene for their good manufacturing [1] [2] [3] [4] . Quick tools are consequently required for the analysis of suspect products, in order to speed up the investigations and increase the chances to pursue the criminals. Several analytical tools have proved efficient for the reliable and fast analysis of counterfeit medicines. Among them, spectroscopy is one of the most widely used, since it is mostly nondestructive and environment-friendly and requires no sampling [5] . Raman [6] [7] [8] [9] [10] [11] [12] , near-infrared (NIR) [13] [14] [15] [16] [17] [18] [19] [20] , and midinfrared (MIR) [21] [22] [23] spectroscopy have been especially on the focus for counterfeit analysis.
Technological progress has enabled the development of handheld and portable spectrometers. The aim of these miniaturized devices is to be able to perform measurements on the field rather than having to send all the samples to the lab. Therefore, time can be spared for the analysis by performing a first screening of the samples. Handheld spectrometers are for instance more and more used for the field analysis of pharmaceuticals, agriculture, drugs, explosives, and mineral samples [24] [25] [26] [27] [28] [29] [30] [31] [32] [33] . Handheld Raman, NIR, and MIR spectrometers have been especially studied and compared in the context of the analysis of counterfeit medicines [34] [35] [36] [37] [38] . Several handheld Raman devices have been evaluated in the literature. A dual-laser handheld Raman was evaluated by Assi et al. for the identification of three medicines with chemometrics [39] , and another handheld Raman spectrometer for the authentication of 9 products and 22 test products using principal component analysis (PCA) [34] . Counterfeit medicines of three products were analysed by Luczak and Kalyanaraman [40] . Bate and Hess compared the results obtained with a handheld Raman instrument and the Minilab for the analysis of several antimalarial medicines [41] and for the authentication of antimalarial, antibiotic, and antimycobacterial medicines [42] . A handheld Raman spectrometer was tested on 15 pharmaceutical products by Bugay and Brush [43] , and its specificity was evaluated by Hajjou et al. regarding the active pharmaceutical ingredient (API) content of six medicines [44] . Kalyanaraman et al. also presented the general use of such a device for counterfeit detection [45] . Ricci et al. compared the performance of a handheld Raman instrument with a benchtop device and desorption electrospray ionization (DESI) MS for the detection of counterfeits of antimalarials [46] . The use of a handheld Raman device on the field in Nigeria was finally presented by Spink et al. [47] .
In this paper, a handheld Raman spectrometer was evaluated for the detection of counterfeits of a high number of pharmaceutical medicines, consisting in tablets, capsules, and powders. Robust methods were developed using a large database of products. In total, there are several batches of 33 product families, and among them, 62 formulations were measured, including the different manufacturing sites of the products. A detailed calibration and validation strategy was proposed, as well as some robustness tests, an evaluation of the discovery mode results for the composition of the confirmed counterfeits and a comparison with a lab instrument.
Material and Methods

Instrument Characteristics and Settings. A handheld
Raman spectrometer was used to collect the spectra and perform the calibration. The device is a direct dispersive Raman using a 785 nm laser excitation wavelength. Its spectral resolution varies between 8 and 10.5 cm −1 in average, and the Raman shift range is 250 to 2875 cm −1 . The integration time, in automatic mode, is of 12 ms minimum.
The tablet sample holder was used for the measurement of the tablets and capsules. Some of the samples had to be measured directly against the cone of the Raman since they were too large for the holder. While the tablets and the capsules were not measured in their packaging, the powders were analysed through their original glass vial.
Statistical Method.
The statistical method used for the identification of the products was the one provided by the manufacturer. The calibration consisted in taking spectra of the genuine products. The device then computed automatically a "signature" of the product with each spectrum recorded. Several signatures of the same product were then gathered into a method. The signatures are based on a multivariate test of equivalence. This test is used to compare a newly acquired Raman spectrum and the reference spectra registered in the database. If the probabilistic value (p value) of the new spectrum is above or equal to 0.05, meaning the spectrum presents a match within the preset 95 percent confidence limit, the measurement is considered consistent with the reference spectra and the device reports a "pass" result. If the p value is inferior to 0.05, the device reports a "fail" result. In the present method, while the validation with the genuine products should provide "pass" results, the counterfeits, generics, and placebos should provide a "fail" result.
The multivariate test of equivalence is computed using all the channels across the detector array region and can be considered a multivariate version of a statistical t-test. The uncertainty is directly modeled by the instrument software, and thus, no modeling has to be performed by the user.
Calibration and Validation
Strategy. The calibration of the methods consisted in taking several spectra of a product, which were automatically converted in signatures, and gathering them into a single method. One method per product was ideally created. For products presenting different formulations between the dosages (different excipients), two or more methods were created per product.
The validation was performed with an independent set of spectra. The samples were tested on the methods in order to check if they were correctly recognized. All tested samples had to deliver a "pass" result with the appropriate method.
Additionally, the products were tested on all the other methods to check that no mismatch could occur for these products.
A second validation was then performed using counterfeits, placebos, and generics in order to test the ability of the handheld Raman spectrometer to detect counterfeits. The generics and the placebos were tested in order to mimic the "best case counterfeits." All these samples had to be rejected (present a "fail" result) by the instrument.
Samples
2.4.1. Genuine Samples. At least 5 batches per product were measured with the split of 3 batches for the calibration set and 2 batches for the validation set for each of the 62 studied formulations of the 33 product families. For the products manufactured in several sites, more than 5 batches were measured in order to include more variability. One sample per batch and three spectra per sample were measured. The samples were slightly moved (for the capsules and powders) or flipped (for the tablets) between each measurement. 543 signatures were acquired for the calibration, while the validation was performed with 392 spectra.
2.4.2. Placebos, Generics, and Counterfeits. 44 counterfeit samples (from eight different seizures) were tested, which had already been confirmed as counterfeits by previous analyses. In order to enlarge the number of samples, 3 placebos and 14 generics, from 5 different batches, were also tested against the methods. On the whole, 61 spectra were acquired for the second validation samples.
Robustness Tests.
Once the methods were calibrated, validated, and tested against the counterfeits, placebos, and generics, 4 additional tests were performed in order to check the robustness of the methods.
The first robustness test (R1) consisted in measuring the same sample 20 times at the same position in order to see if the laser degraded the sample. Two samples (one tablet and one capsule) were tested.
In the second robustness test (R2), two samples (one tablet and one capsule) were measured 10 times at different positions in the sample holder. The objective was to evaluate Journal of Spectroscopy if the position of the measurement had an influence on the result. The influence of the sampling was evaluated in the third robustness test (R3). Three samples (one tablet and two capsules) were measured either through a glass vial, through a blister (transparent or white), or directly against the cone of the instrument.
Finally, the fourth robustness test (R4) consisted in measuring two samples (one tablet and one capsule) three times by two operators with the aim of testing if the operators had an influence on the measurement.
Results and Interpretation
3.1. Spectrum Interpretation. The spectra obtained by the device were first evaluated. Several challenges to the creation of the calibration could be pointed out.
First of all, it can be observed that some product families present heterogeneous spectra. Two or more dosages of the same product can indeed generate different spectra, when a different formulation-it means a different excipient profile-was used (see Figure 1) . Additionally, in rare cases, the formulation can differ for the same product and the same dosage depending on the manufacturing site of the product (see Figure 2) . It is thus important to include all the dosages and if possible all the manufacturing sites of a product into the methods. Different methods might then have to be created for one product if the spectra of the product family differ. Products 19 and 23 are indeed concerned by both the heterogeneity within the product family and the different formulations depending on the manufacturing site. Depending on the dosage or the manufacturing site, these products underwent changes in the composition of the sugar excipients, mainly going from lactose to starch. Since these excipients have a big influence on the spectral pattern of these low-dosage products-0.3%, 0.6%, and 1% API for product 19 and 1.3% and 6% API for product 23-it might be difficult to perform the identification, unless separate methods are created per formulation.
Another challenge to the calibration is that similar excipient profiles can be found between different product families. The resulting spectra will then be similar, like the ones presented in Figure 3 , and thus, the products will be hard to differentiate. This is the case for products 18 and 23, which contain the same excipients and have low dosage of API-2% for product 18 and 50% and 83% for product 23. However, small spectral differences can be observed between products 18 and 23 in the range of 1500 and 1700 cm −1 and are due to API bands of product 18. The two other products concerned by the similarity of excipient patterns are products 31 and 32, which with their high content of API-83% and 50%-should however be distinguishable.
Some generics present formulations that are almost identical to the ones of the brand products. This will result in similar spectra that are not possible to distinguish from the brand product, like in the example in Figure 4 . In these cases, a "pass" result can be expected.
Low-dosage products are difficult to analyse with Raman spectroscopy since the API will be hardly observed in the spectrum of the medicine. The limit of detection of API in Raman spectra is quite difficult to define, especially because it depends on the excipient pattern of the medicine. In the studied products, excipient patterns made of sugar, like starch, cellulose, or glucose, are predominant in the spectra and might mask the API bands. In a previous study, a limit of detection of 0.6% was encountered, while the authors indicated that the limit of detection was usually located around 1 or 2% of API [48] . For this reason, the placebos of 
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Figure 1: Raman spectra of two dosages of the same product family (product 19). Due to differences in the formulation, the product presents heterogeneous spectra.
3 Journal of Spectroscopy low-dosage products might provide spectra that are very similar to the genuine products. This was confirmed for product 26 which, with an API content of 0.6% and an excipient pattern dominated by starch and lactose, has identical spectra between the genuine product and its placebo.
The quality of the spectra might also have an influence on the calibration. The measured spectra present a wide range, from 250 to 2875 cm −1 . The end of the range, approximately from 1800 to 2875 cm −1 , is often noisy and not necessarily useful since it does not bring additional information about the product. Last but not least, a few samples, like product 32, underwent fluorescence ( Figure 5 ). This phenomenon was observed when special excipients were used in the formulation of either the tablet or the shell of the capsules. In this study, in which a laser wavelength of 765 nm was used, indigo carmine (for product 32), microcrystalline cellulose, hydroxypropyl methylcellulose, and croscarmellose were found responsible for the fluorescence phenomenon. While the fluorescence made the identification harder, most bands of the API and the excipients could still be observed, like in Figure 5 . When measuring other products, not presented in this paper, the fluorescence was however so strong that no signature could even be taken and no method created. 100% of the spectra from the validation set has been correctly identified according to the pVal limit for positive identification (superior to 0.05). According to the manufacturer, a pVal lower than 0.1 is considered too low for a robust method. For all the developed methods, the minimum pVal was higher than 0.1 (see Table 1 ).
Additionally, no confusion could be observed when testing the products on all the other methods than their dedicated method. 100% of all other products were rejected by the tested method. 
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A selectivity test, proposed by the device, was evaluated after the validation. This test consists in evaluating for each method the risks of getting mismatches. The option was tested for the products providing the lowest p values during the validation. For product 26 for instance, the selectivity test suggested that the closest other products would deliver a p value of 0.0026. Tested physically during the validation, the product actually delivered a p value of 0.0352 using the method of product 26. While the selectivity test might be an option to see quickly if possible mismatches might occur, the results delivered are not real. The validation performed in this study is thus considered more completed than the selectivity test. Raman can thus not be considered a universal method for counterfeit detection.
For six other products not included in the 33 presented product families, no method could be created since the Table 2 . Nine of the tested generics have the same formulation as the genuine brand products, and their spectra are identical, as previously presented in Figure 4 . These samples were consequently identified by the device as genuine. Since the objective of the methods is to reject, counterfeits and generics were only used to simulate them; these results are not considered critical. The other five generics were rejected by the methods. The p values obtained are highly dependent on the tested generic.
Two of the three tested placebos were rejected by the methods. The third one, the placebo of product 26, was detected by the instrument as genuine with a maximum p value of 0.5257, which is very high. The method for product 26, a low-dosage product, was then considered not specific enough and was then deleted from the database.
The results of the validation and the tests performed for the second validation are summarized in Table 3 .
Robustness Results.
The results of the four robustness tests are presented in Table 4 .
According to the first test, a capsule of product 31 and a tablet of product 20 were measured 20 times at the same position to check if the samples were damaged by the laser. The capsule and the tablet were correctly identified even after 20 measurements. Additionally, no important variation of the p value range was observed, which confirms that the laser did not damage the samples. At this point, it should be noted that no soft-gel capsules should be measured with the Raman instrument since their shell is very sensitive to the heat of the laser.
A capsule of product 31 and a tablet of product 20 were each measured 10 times for the robustness test R2. They were moved between each measurement in order to check if the position of the sample had an influence on the results. The samples were correctly identified during each measurement, with little difference in the p values. This means that the position of the samples has low influence on their identification. However, it is recommended to measure the capsules on the side where there is only one layer of gelatin. Also, care should be taken in order not to break the samples with the sample holder. For instance, if a tablet is broken and its coating removed due to the breaking, then a slightly different spectrum can be obtained, which might alter the results.
The robustness test R3 deals with the sampling that is available for the studied medicines. Three products were measured either directly with the sample holder, through transparent glass vials, or through blisters, depending on the available packaging. Two types of blister were evaluated: transparent (plastic) and white (plastic). The samples were all correctly authenticated when measured directly, through transparent glass vials and through transparent blisters. The products could not be correctly identified through white blister. It is consequently recommended to use the tablet holder to measure the samples. However, it is interesting to note that according to this test, a product measured on the field through transparent blister or in transparent glass vials might be correctly authenticated.
In order to evaluate the human influence (test R4), a tablet of product 20 and a capsule of product 31 have been measured three times by two different operators. The samples were all correctly identified, and the obtained p values are very close between the operators. It seems that the operators have no influence on the identification, which is an important factor for the use on the field. It should be noted that both operators were properly trained before the robustness test.
3.4. Composition of the Counterfeits. As soon as a counterfeit has been confirmed, it is necessary to determine its chemical composition in order to estimate the impact on the patients' safety. In this frame, the discovery mode of the instrument has been evaluated with the studied counterfeits. This mode proposes, in case of a "fail" result, the chemical composition of the tested sample. This composition is suggested according to the database furnished by the supplier and integrated in the device. The database contains more than 8000 references of excipients and active substances and was completed by the studied products during the calibration.
Several samples per counterfeit seizures have been analysed with the device and interpreted with the discovery mode. Their chemical composition was previously determined by the lab instruments, a Raman, a near-infrared, and a nuclear magnetic resonance spectrometers.
For 14 samples, no match could be found with the instrument database. This can be explained by the fact that for these samples, the chemical composition was a mixture of at least three components, part of the database, but difficult to detect all with an automatic Raman database search.
The second point is that for 10 counterfeits, a different composition was proposed by the device between the different samples of the same seizure. Once again, it can be explained by the complex mixture of the counterfeits. Some components could be identified, while others not. For instance, for While it is observable in the Raman spectra, the bands are too small to be detected by an automatic search. In three cases (product 29 seizures number 2 and number 3 and product 33), the chemical composition proposed by the discovery mode was correct. The counterfeits are only made of one component, an API, easy to identify by Raman.
It can be concluded that some of the compounds of the counterfeits are common compared to the "right" composition determined by the lab instruments. While the discovery mode can help the analyst determine the chemical composition of the confirmed counterfeits, it cannot be reported as the right composition. It should be noted that in the discovery mode, the operator also has access to the overlay of the tested sample and the encountered matches of the database. The spectra can then be visually compared to evaluate if the proposed matches are correct or not. In this case, the operator should however be a Raman specialist.
3.5.
Comparison with a Lab Instrument. In order to evaluate the quality of the data generated by the handheld Raman spectrometer, these were compared with the Raman spectra obtained with a benchtop instrument. The chosen instrument is a Raman spectrometer equipped with a probe generating a 6 mm diameter laser spot. The device possesses a laser of 785 nm, providing a power of 270 mW on the samples, and a spectra range going from 150 to 1890 cm −1 . Figures 6(a) and 6 (b) present examples of overlaid spectra generated by the handheld and the benchtop Raman spectrometers. Two types of spectra are represented for the handheld device: the ones generated while taking a signature and the others generated during simple measurements; it means routine analysis or method validation.
The spectra generated by both devices for the signatures are both of good quality and are almost identical. The ones generated by the handheld Raman spectrometer during simple measurements are much noisier. However, the main bands are easily observed and the spectra used for validation all provided 100% of correct identification.
It can also be noted that the range used by the handheld Raman spectrometer, longer than the one of the benchtop device, does not bring much more information and is usually the noisiest part of the spectrum. However, based on the validation results, this additional range (1890-2900 cm The results of the calibration obtained by both devices can be partly compared for the tablets while referring to a previous study performed with this lab instrument [48] . In both cases, 100% of the samples used for the calibration and for the validation have been correctly identified. Consequently, the results obtained by the handheld Raman spectrometer are in the present case as good as the ones obtained with the lab instrument.
Discussion
In this paper, methods have been presented for the authentication of almost all the solid products produced by the firm.
The database consists indeed in 33 product families, and among them are 62 product formulations. The calibration and validation could be successfully performed for all of these products. Moreover, the methods were validated against all the other products of the database, which were successfully rejected by the studied methods. Several challenges, raised during the spectra analysis, have been encountered during the development of the presented methods. The heterogeneity of the product families and the closeness of formulation between different families could be solved by the high number of signatures taken and their correct gathering in the methods. The importance of taking several spectra, especially of samples from different manufacturing sites, should be underlined. All the tested counterfeits were rejected by the methods, which confirms the dedicated use of the handheld Raman spectrometer for counterfeit detection. Some generics were recognized as genuine brand products, however, only when their formulation was really close. These results were not considered critical since the objective of the methods was to detect counterfeits, and not generic products. The tested placebos were rejected by the methods, apart from one sample, the placebo of product 26. Consequently, product 26 was deleted from the database after the second validation phase. This test suggests that for lowdosage products, an additional analytical technique should be used that would confirm the presence of the API. In these cases, a fingerprint of the whole tablet is nevertheless available by Raman, meaning that at least the right excipients are present in the tested product [48] .
Six products, not included in the 33 presented products, could not be measured at all by the instrument since the fluorescence prevented the acquisition of the signatures. Fluorescence constitutes the main drawback of the Raman technology, which can be on other instruments diminished for instance by the use of a fluorescence correction option or the use of a different wavelength like 1084 nm. In the present case, no solution can be found for the products presenting fluorescence. However, a large majority of the tested products could be successfully measured with the handheld Raman spectrometer. Furthermore, the results obtained with the handheld Raman spectrometer were compared to the ones generated by a lab instrument. It resulted that the handheld instrument delivered good results as the lab Raman spectrometer.
The robustness tests performed during the validation demonstrated that the laser did not damage the samples. Moreover, no influence could be observed of the sample position or the operator. However, it was pointed out that the operators had to be trained so that they would position the samples carefully. Also, the samples should not be damaged when placed on the device, for instance by removing involuntarily the coating, or measured through a thick layer of capsule shell. A trained operator could consequently perform the measurement on the field and be able to authenticate the samples without needing further knowledge in Raman spectroscopy. The fourth robustness test showed that a measurement through a white blister did not allow the identification of the capsule. Since the measured product (product 27) contains 83% of API, this confirms that this can be attributed to the type of packaging. Furthermore, transparent packaging like glass vial or blister delivered the same results as in direct contact with the instrument in the sample holder. This fact could be of advantage during a measurement on the field, since a nondestructive measurement should always be privileged. While Raman spectroscopy is not destructive in itself, it can be considered destructive if tablets or capsules have to be removed from their packaging for the analysis.
Handheld Raman spectrometers are also interesting for counterfeit detection for the reason that a method can be developed on a master instrument and then easily transferred to several other ones for a local measurement on the field, for instance at airports, at the customs, or in warehouses. In this frame, the transfer of the presented methods to another instrument is quite easy. The transfer basically only consisted in the copying of files from the master device on the new device. Then, each method can be tested with an independent set of samples in order to check that the spectrometer has no influence on the measurement. At this point, the introduction of all possible manufacturing sites in the database is particularly important if the new instrument is going to be used for the testing in another region of the world. That way, much fewer false negatives should be expected. The use of the handheld devices on the field would help speed up the investigation, by reducing the time spent by sending the samples. It is however recommended to send the samples that failed the identification with the handheld Raman The main advantage of the studied instrument resides in how easy the method calibration is. Indeed, no further knowledge in Raman spectroscopy or chemometrics is required, although knowledge in method validation should be privileged. The proposed algorithm automatically calculates the p values while taking signatures of the products. Nevertheless, this system might be considered a "black box" with no possible way of modifying the calibration of the method. The opportunity of choosing further chemometric tools would be welcome, which seems to be possible in the newest versions of the device. Indeed, the more products are introduced in the database, the more flexibility is needed to develop a robust calibration. Also, it would be of advantage to be able to change the sample exposure during the routine measurements. In fact, the quality of the spectra is worse during this phase than during the signature mode, which might generate less reliable results. The end of the range (1890-2900 cm −1 ) is additionally not of great interest for the studied products and represents the noisiest part of the spectrum. A compromise might be found between the time of measurement, partly dependent on the sample exposure, and the quality of the spectra. Finally, another possible improvement of the device would be the possibility of importing spectra from another device. Even if the calibration step is as fast as possible concerning the computation, taking signatures of a large database of products and validating all of them require many hours of measurements. The spectra should in this case be transformed with calibration transfer techniques and the methods carefully validated since they are spectrometer dependent, but a lot of time would be spared in the measurement phase.
Conclusion
Handheld spectrometers are more and more used for the onsite analysis of pharmaceuticals. In this paper, a handheld Raman spectrometer has been evaluated for the analysis of counterfeits of 33 product families of medicines under the form of tablets, capsules, and powders. Several challenges had to be dealt with during the calibration of the methods, like the heterogeneity of several product families or the closeness of formulation between different products. Nevertheless, the methods could be successfully created and fully validated. The tested counterfeits were rejected by the methods, thus confirming the specificity of the calibration for counterfeit detection. The methods were also proved to be robust in terms of degradation by the laser, sample positioning, and influence of the operators. The samples could be partly measured through the packaging, depending on their opacity.
Some limits could nevertheless be found concerning the instrumentation, like the positive identification of some generics and one placebo. The device is not adapted to the measurement of low-dosage medicines, for which a complementary method like infrared spectroscopy should be used. Moreover, the analysis of the chemical composition, suggested by the discovery mode of the device, does not provide correct results as soon as more than one component is included in the counterfeit. While the calibration is performed quite quickly, the chemometrics cannot be chosen and the method developer has to rely on the proposed algorithm. Finally, the spectra obtained during the routine measurements are quite noisy and might generate false negative results. Apart from these encountered limits, the handheld Raman spectrometer performed very well for the identification of the 33 product families of medicines and is uncontestably a reliable tool for the analysis of counterfeit medicines on the field. More and more handheld devices are being used in this context, which should be encouraged in order to speed up the investigations and provide better chances to pursue the criminals. While the handheld Raman spectrometer might be used as a first screening tool on the field, the counterfeits detected can be sent to a lab for confirmation and determination of the chemical composition for the evaluation of the patient's health risk.
